VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm Breath Test Instrument
State of Alaska .
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

V/

DataMaster cdm S/N: 130113

Supervisor/Operator Performing the Verification Procedure:

Name: Kenneth G. Cox ID# 3527 Date: April 2,2009

Agency: _Skagway Police Department Phone #: 907 983-2232

Instrument Location Skagway Police Department, 1% & State Street Skagway, Alaska 99840

Alco SN X173010 V v

Target Value _ .082 High Pressure 400

v
Alco Test Value Average .080 v .081
1% Alco

2" Alco
A C_ ~
Signature / M

(OVER)

(Do Not write in the area below)

1, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1)1 am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) 1 am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible
for maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted

and regularly recorded activity of the breath alcohol program performed by a person trained and qualified to
conduct the verification.

. Bo
Scientific Director
State Breath Alcohol Program
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VERIFICATION OF CALIBRATION REPORT
of DataMaster cdm Breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 130113

(CONTINUED FROM FRONT PAGE)

c TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
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NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK
¢« @
FLASKR DEPARTMENT OF PUBLIC SAFETY m*wmmmw
DRTRHRSTER cda 130113 mmsm cda 130113
RIL 22, 29 @ WRIL B2, 2009
, ) I 86:63
oo -
OPERATIR'S HBERR: 7
SUBJECT’S LAST HROE: COMPUTER e
UERTFICATION OF CAL
mLzJa:rf § FIRST MEA : PROGRAN: e
I H L SOFTWRE DHTE: RW/8
TEST TR U / SYPLE CHIEER: ﬁ
FLED TRRSET WLIE: 562 BREATH TUEE: |
RLED S MITHIA : o in
— BREATH ALYSIS — ERROE
e FLOW DETECTOR: Y
TR IRBE L -
i ré%m Egg?nr* gzg WER SFEE: w
IHTERHL ° ERIFID Bt
AOTUB in 8 B DETECTIR K
BAK TEST aaa 8:16
P U i FILTES: o
bt :
T EEA £
- ' CRLTBRATICH: o
PRINTER TEST
1R k-, /R TMOETA0: 3= TORBCDEFD
HI TKLMFESTIARYZ A ‘atu:defmlm
prstrmyzi il
|

BT9 03/00




